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Aufgabe

Gepriift wurden Auswertealgorithmen zur Besteinpassung von Formelementen nach der "Methode der
kleinsten Abweichungsquadratsumme". Dieser Test wurde durch Vergleich von berechneten
Ergebnissen mit Referenzergebnissen der PTB durchgefiihrt.

Randbedingungen

Getestet wurden Auswertealgorithmen fiir die Formelemente Gerade, Ebene, Kreis, Zylinder, Kugel
und Kegel. Die Parameter dieser Formelemente wurden nach der Gauf'schen "Methode der kleinsten
Abweichungsquadratsumme" bestimmt.

Die Formelemente werden durch Datensétze reprasentiert, die aus Punkten im Raum bestehen. Diese
Punkte (zwischen 8 und 50 je Datensatz) sind von der PTB durch rechnerische Simulation von
Koordinatenmessungen generiert worden. Dabei wurden die Punkte unregelméRig auf Segmenten der
Formelemente verteilt. Den exakten Geometrien wurden zuféllige und systematische Abweichungen
zwischen 20 pm und 50 pm iiberlagert. Auferdem waren die Formelemente in unterschiedlichen
Lagen und Orientierungen angeordnet.

Durchfiihrung

Dem Auftraggeber wurden die simulierten Daten der o. a. Formelemente elektronisch iibermittelt. Der
gesamte Test umfasste 44 Datensitze, je Formelement 4 bis 12. Diese Datensétze wurden gemaR
Erklirung des Auftraggebers von der oben néher bezeichneten Auswertesoftware so ausgewertet, als
seien sie von einem Koordinatenmessgerit erzeugt worden. Die von dem Auftraggeber ermittelten
Parameter wurden der PTB mitgeteilt und mit deren Referenzwerten verglichen. Zur Beurteilung der
Software sind die sich aus dem Vergleich ergebenden Abweichungen den maximal zuldssigen Fehlern
(MPE) fiir 4 verschiedene Kenngrofen gegeniibergestellt worden.

Ergebnisse

Die Abweichungen der getesteten Algorithmen befanden sich fiir alle Kenngréfen innerhalb der
maximal zuldssigen Fehlergrenzen (MPE).

Kenngrofle Einheit MPE
Richtung urad 0.10
Lage nm 0.10
MaR Am 0.10
Winkel prad 0.10
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Summary

The numerical accuracy of algorithms for computing "Gaussian associated features" has been tested.
The test was performed by comparing computed results with reference results provided by the PTB for
the same set of data.

Scope

The basic features straight line, plane, circle, cylinder, sphere and cone have been tested. The
reference results which are the parameters of the features were calculated using the Gaussian "method
of least squares".

The features are represented by data sets, defining points in space. These points were generated by the
PTB (between 8 and 50 per set) by computational simulation of coordinate measurements. The points
are distributed randomly on segments of the features. Systematic and random deviations between

20 pm and 50 pm have been superimposed on the exact geometries. The features have also been tested
in different locations and orientations.

Procedure

The simulated data sets, representing the features, have been transmitted to the applicant
electronically. The entire test consisted of 44 sets of data, between 4 and 12 data sets for each kind of
feature. According to declaration by the applicant, the data sets have been evaluated in the same way
as data from a CMM would be, using the software specified above. The results have been transmitted
by the applicant to the PTB where they have been compared with the reference values. For the
assessment of the software, the calculated deviations have been compared with the maximum
permissible errors (MPE) for 4 different quality characteristics.

Results

All deviations of the algorithms under test were below the maximum permissible errors (MPE) for all
quality characteristics.

Characteristic variable Unit MPE
Orientation urad 0.10
Location nm 0.10

Size nm 0.10

Angle urad 0.10
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Die Physikalisch-Technische Bundesanstalt (PTB) in Braunschweig und Berlin ist das
nationale Metrologieinstitut und die technische Oberbehorde der Bundesrepublik Deutschland fiir das
Messwesen. Die PTB gehort zum Geschéftsbereich des Bundesministeriums fiir Wirtschaft und
Energie. Sie erfiillt die Anforderungen an Kalibrier- und Priiflaboratorien auf der Grundlage der DIN
EN ISO/IEC 17025. Zentrale Aufgabe der PTB ist es, die gesetzlichen Einheiten in Ubereinstimmung
mit dem Internationalen Einheitensystem (SI) darzustellen, zu bewahren und weiterzugeben. Die PTB
steht damit an oberster Stelle der metrologischen Hierarchie in Deutschland. Die Kalibrierscheine der
PTB dokumentieren eine auf nationale Normale riickgefiihrte Kalibrierung. Zur Sicherstellung der
weltweiten Einheitlichkeit der MaReinheiten arbeitet die PTB mit anderen nationalen metrologischen
Instituten auf regionaler européischer Ebene in EURAMET und auf internationaler Ebene im Rahmen
der Meterkonvention zusammen. Dieses Ziel wird durch einen intensiven Austausch von
Forschungsergebnissen und durch umfangreiche internationale Vergleichsmessungen erreicht.

The Physikalisch-Technische Bundesanstalt (PTB) in Braunschweig and Berlin is the
National Metrology Institute and the supreme technical authority of the Federal Republic of Germany
for metrology. The PTB comes under the auspices of the Federal Ministry of Economics and Energy.
It meets the requirements for calibration and testing laboratories as defined in DIN EN ISO/IEC
17025. The central task of PTB is to realize, to maintain and to disseminate the legal units in
compliance with the International System of Units (SI). PTB thus is at the top of the metrological
hierarchy in Germany. The calibration certificates issued by PTB document a calibration traceable to
national measurement standards. PTB cooperates with other national metrology institutes - at the
regional European level within EURAMET and at the international level within the framework of the
Metre Convention - with the aim of ensuring the worldwide coherence of the measurement units. This
aim is achieved by an intensive exchange of the results of research work and by comprehensive
international comparison measurements.



